[Determination of serum creatinine by gas-liquid chromatography].
The gas-liquid chromatographic measurement of serum creatinine is described in the present study. A preliminary concentration on cation exchange resin is used. The different steps of the operating procedure are analysed. A statistical comparison is undertaken between the results obtained with gas-liquid chromatography and kinetic colorimetry method using Jaffé assay.